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Flush 4 Slots2

Flush 2 Holes

Flush Spring Cavity 
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Press and hold 
Button and 
rotate Dial

Flush Grooves 
under Lock Nut

(rotate Lock Nut)

Flush 4 Cavities
(rotate dial to 9L and 9R)

6 Flush 2 Ball Plungers
(rotate dial to 9L or 9R)

8 Slide pins and flush 
interfaces

Rotate Lock NutRotate Dial


