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Cemented Tibial Drill 
Stop Collar, 15.7mm

42-5399-019-00

Cleaning Instructions
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Flush through
hole

Flush and brush 
both sides of button

1
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Flush and brush 
spring cavities

IMPORTANT: Remove drill stop
from drill (42-5399-018-10) 

before cleaning and sterilization

Flush and brush 
cavity2
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Depress button and 

flush and brush


